We applied various prepurification protocols (extraction with different solvents, liquid/solid separation on bonded silica media, Celite, and Sephadex LH20 chromatography) with a range of commercially available RIA kits to measure cortisol in urine samples. We then compared the results with the concentrations measured by a HPLC method validated with reference to isotope dilution gas chromatography-mass spectrometry. We conclude that chromatography on a commercial, prepacked diol minicolumn (Waters Sep-Pak Vac RC) in combination with dichloromethane extraction is a convenient and very effective purification step before RIA of urinary cortisol in patients not receiving corticoid medication. We tested numerous steroids for interference and found that free polar cortisol derivatives (hydroxylated or hydrogenated) could only partially account for the overestimations routinely encountered when free urinary cortisol concentrations are measured by direct RIA.
The concentration of cortisol in 24-h urine samples is useful because it reflects the free and active fraction of the steroid in serum compensated for diurnal fluctuations. Nevertheless, accurate measurements are difficult because of the presence of interfering substances. The most accurate method for cortisol measurement is gas chromatography with isotope dilution mass spectrometry (ID GC-MS) [1] , but this requires very expensive apparatus and a highly trained operator. 5 However, some simpler methods, when implemented carefully, are capable of approaching the accuracy of ID GC-MS and are useful as secondary reference methods in the validation of new methodology. HPLC with UV detection [2] [3] [4] or RIA after HPLC [5, 6] or after Sephadex LH20 chromatography [3] can be useful secondary reference methods, whereas standard immunoassay procedures such as RIA, even when performed after a solvent extraction step, are not so [3, 7] . In fact, such methods often perform so poorly in external quality-assurance programs that the suitability of some of them for routine use is questionable.
The reaction of organosilanes with a range of functional groups with activated silica gives rise to a range of bonded silicas with surface groups of varying hydrophobicity and hydrophilicity linked through stable silyl ether linkages. Bonded silicas can be equilibrated rapidly with different solvents because they do not shrink or swell and they are widely used for HPLC. Bonded silicas in prepackaged cartridges or minicolumns and useful ancillary equipment are almost always used for sample clean-up before HPLC, and they are widely commercially available for such purposes [8] . Our demonstration that a commercial, prepacked, bonded silica diol minicolumn may be used to selectively separate cortisol from most of the other steroids that interfere in the measurement of cortisol in urine expands the range of potential applications for these convenient devices.
The objective of the present study was to identify an accurate method based on a commercial immunoassay kit for cortisol measurement in urine that is simpler and more convenient than the secondary reference methods cited above. We found that an extraction step and fractionation on a commercial prepacked diol minicolumn combined with a standard immunoassay kit resulted in a procedure suitable for the routine assay of cortisol in urine. Finally, to identify the substances responsible for the overestimations encountered, we also tested numerous steroids for interference. The radioactivity counters used were a LKB Gammamaster (Pharmacia-LKB, St Quentin en Yvelines, France) and a Wallac 1409 beta counter (Pharmacia-LKB).
Materials and Methods subjects and samples
Gas chromatograph-mass spectrometer. A Girdel serial 32 gas-liquid chromatograph apparatus (Girdel, Suresnes, France) with R.10.10 quadrupole mass spectrometer (Nermag, Rueil-malmaison, France) coupled to a PDP8-based data system (Digital Equipment, Maynard, MA) was used to measure cortisol with correction for losses by isotope dilution analysis of added deuterated cortisol.
methods
ID GC-MS. The method used has been previously published [9, 10] .
HPLC. The method used has been described previously [3, 4] . This method gave similar results to HPLC followed by RIA [5] .
RIA. With each of the six RIA kits we analyzed up to 78 urine samples containing 10 -650 nmol/L cortisol: (a) according to the manufacturer's prescriptions without an extraction step; (b) as above but including the manufacturer's protocol for extraction except that a small amount of tritiated cortisol (500 cpm) was added to the samples to allow monitoring of methodological losses, as in the chromatographic purifications.
For the solvent extraction study and for preliminary studies on chromatographic purification of samples, we Clinical Chemistry 43, No. 5, 1997 used only one kit, the Kallestad Quanticoat kit, because it gave generally lower values than the others without an extraction step. It also appeared to be quite specific (Table  1) .
Starting with 400-L samples of urine in 6-mL glass test tubes, four procedures of solvent extraction were tested: (a) 2 mL of ethyl acetate; (b) 2 mL of cyclohexane: ethyl acetate (50:50 by vol) (CH:EA); (c) preliminary extraction with 3 mL of carbon tetrachloride followed by extraction with 2 mL of CH:EA; and (d) 2 mL of DCM. For each tube with urine and solvent, vortex for 60 s, centrifuge for 5 min at 1800g, and separate the phases by transferring the organic solvent to another tube after removal of the aqueous phase by aspiration when the upper phase is aqueous, or by freezing and decanting.
chromatographic purification before ria Extraction and Celite chromatography was carried out as described previously [11] [12] [13] [14] , with DCM and Celite/ ethylene glycol column.
Extraction and Sephadex LH20 chromatography was carried out as described [3, 15, 16] , with DCM and a Sephadex LH20 column.
Extraction and chromatography on diol-bonded silicas. Efficiency in separating tritiated analogs of cortisol and 11-deoxycortisol was the criterion used when we chose the solid-phase diols and optimized the elution procedure ( Fig. 1 ). Diol columns were better than Si and NH 2 and all of these were better still than C 18 , C 8 , C 2 , and PH. We preferred Waters Vac RC cartridges over minicolumns from Amersham because of their integrated reservoirs. Baker diol columns gave less efficient separation.
To perform diol chromatography on urine samples, extract 0.4 mL of urine with 2 mL of DCM, add the extract directly to the previously conditioned column (5 mL of ethanol followed by 5 mL of CH), and elute at 1-2 drop/s according to a procedure slightly modified depending on the brand (Waters or Amersham) and the batch. For example, with an Amersham column, add and discard 12 mL of CH:EA (65:35 by vol), then add and collect 10 mL of CH:EA (40:60 by vol); with a Waters column add and discard 12 mL of CH:EA (80:20 by vol), add and collect 12 mL of CH:EA (70:30 by vol), and evaporate this. We used each column up to three times, flushing them with 6 mL of ethanol and 8 mL of CH before each use.
We redissolved the final residue from each purification in PGB and analyzed 100-L aliquots by RIA after addition of 20 L of steroid-free plasma.
cross-reactions
We estimated cross-reactivities [17] of natural steroids and selected therapeutic steroids prepared in PGB without extraction (Table 1) . For the CORT-CT2 kit only, we relied on the data supplied by the manufacturer. To test interferences from endogenous steroids by direct assay, we added them to cortisol-free urine and assayed for cortisol-like reactivity (Table 2) . To test for interferences from exogenous steroids in RIA after chromatography, we proceeded in the same way but with increasing concentrations of steroid, and measured the cortisol-like reactivity according to the Celite, Sephadex, diol, or HPLC procedures above (Table 5) .
statistics Intra-(n ϭ 10) and interassay (n ϭ 10) CVs were determined at three concentrations (60, 120, and 600 nmol/L). Comparison of measurements with each method under investigation and measurements by HPLC (as independant variable) were made by constructing scattergraphs around lines of agreement, and by fitting the points to a straight line by the least-squares method. The significance of slopes and intercepts was determined by Student's t-test.
Results

characteristics of the methods
HPLC. The HPLC detection limit was 1.7 pmol per injection or 5 nmol/L of urine. Intraassay variability was 6.41% at 268 nmol/L (n ϭ 10) and interassay variability was 8.18% and 14.84% at 1160 nmol/L (n ϭ 26) and 51.5 nmol/L (n ϭ 42) respectively. Recovery of added cortisol to urine was 90.3% Ϯ 4.94% (mean Ϯ SD). When cortisol between 100 and 600 nmol/L (n ϭ 8) was added (x) to aliquots of a single charcoal-treated urine sample and measured (y), the fitted correlation was y ϭ 0.89x ϩ 4.52, r ϭ 0.991.
When the HPLC method (y) was compared with ID GC-MS (x) for nine urine samples containing 20 -4000 nmol/L cortisol (each one in duplicate), the regression equation for the scatterplot was y ϭ 0.98x Ϫ 0.36, r ϭ 0.999.
Recoveries in procedures preliminary to RIA. With ethyl acetate, extraction was nearly complete [99.0% Ϯ 1.9%, 95-103% (mean Ϯ SD, range); n ϭ 78] but was lower with DCM (93.0% Ϯ 1.5%, 90 -96%; n ϭ 78). For the Celite, Sephadex, and diol chromatographic separations after DCM extraction, the overall recoveries were 84% Ϯ 3.9% (range 73-92%), 76% Ϯ 3.1% (70 -94%), and 74% Ϯ 2.9% (69 -86%), respectively (n ϭ 78 each).
RIA kits. Unlabeled cortisol was added to charcoal-treated serum at three concentrations (100, 400, and 850 nmol/L) and measured without extraction with each RIA kit. Mean results are not significantly different from those expected (P ϭ 0.05) for any kit; they were (mean Ϯ SD) 96 Ϯ 5.5, 408 Ϯ 13.6, and 830 Ϯ 32.8 nmol/L, respectively. 
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Measurements of control urine samples at regular intervals allowed the estimation of assay variability with the Kallestad kit and different preliminary steps. Intraassay CVs (n ϭ 10) for preliminary extraction and chromatography on Celite, Sephadex LH20, and diol were respectively 7.2%, 8.5%, and 9.6% at 60 nmol/L, 7.7%, 7.1%, and 4.8% at 120 nmol/L, and 8.4%, 7.4%, and 5.5% at 600 nmol/L. Interassay CVs (n ϭ 10) were 7.8%, 8.8%, and 9.8% at 60 nmol/L, 9.0%, 7.5%, and 4.9% at 120 nmol/L, and 9.0%, 7.8%, and 5.6% at 600 nmol/L, respectively.
method comparisons
Specificity. We have no information on the nature of immunogens used to raise the antibodies used in the different kits, except for the Kallestad kit, in which the immunogen was cortisol-3-(O-carboxymethyl)-oxime-bovine serum albumin. The susceptibilities of the six kits to interfere with a wide range of natural steroids, their metabolites, and steroidal drugs were assessed experimentally ( Table 1 ). The most pronounced and widely interfering compound was the drug prednisolone; it cross-reacted 40 -80% in all kits except one, Immunotech, for which it was 10%. Of the "natural" steroids and metabolites, 5␣-dihydrocortisol (5␣-DHF) was the most interfering, giving 25-85% in four of the kits. None of the kits was clearly superior overall. The Immunotech kit, which has a monoclonal antibody, was best with prednisolone (10%) and 5␣-DHF (2.8%) but worst with methylprednisolone (50%), 11-deoxycortisol (S) (16%), 11-deoxycorticosterone (DOC) (27%), and triamcinolone (13%).
Among 10 natural steroids, only 6␤-OHF and 20␣-dihydrocortisol (20␣-DHF) showed significant interference at physiological concentration (Table 2) .
Cortisol measurements without and with extraction. Cortisol was measured in urine samples by HPLC and by RIA without or with extraction steps performed according to the instructions of the respective kit manufacturers (Table  3) . The results represent mainly gross overestimates of the actual cortisol present, particularly at lower concentrations and when no preliminary extraction step was performed. At 300 nmol/L, for Kallestad and CORT-CT2 kits, the apparently higher results after extraction represent, in fact, the low recovery of high concentrations of cortisol by direct assay in urine [7] . To make feasible further investigations, one kit (Kallestad) was chosen for combination with each of a range of extraction and preliminary chromatographic procedures.
Extraction and chromatographic procedures. Of the four extraction procedures tested in combination with the Kallestad kit, a simple extraction with DCM was the most satisfactory (Table 4 , upper section). We then combined the same kit with an extraction step and three different column chromatography steps (Table 4 , lower part). The concentrations measured by DCM extraction and all three column methods were in quite good accordance with HPLC results. The correlation coefficients (r) were all Ͼ0.92, the slope of no regression line differed significantly from unity, and the intersection of no line differed from zero (P Ͼ0.05). The combination of CH:EA extraction and separation on a diol column was much less efficient at removing interfering substances.
The combination of extraction with DCM and purification on a diol minicolumn, rather than either of the other chromatographic methods, was chosen for further studies because of the convenience of the prepacked minicolumns.
Interference of exogenous corticoids. Sephadex or Celite chromatography prevented interference in most common therapeutic situations, but at high concentrations (Ն300 Table 3 . Correlations between apparent cortisol concentrations (nmol/L) measured by RIA without and with extraction and HPLC (n ‫؍‬ 78; range 10 -650 nmol/L). A ϭ without extraction step, B ϭ extracted according to kit supplier. a In the form: concentration in nmol/L ϭ slope ϫ x ϩ intercept (nmol/L), where x is the concentration by HPLC (with superscripted statistical significance of the slope from 1 and intercept from 0). b 95% confidence interval.
nmol/L prednisolone) interference did occur, whereas HPLC (up to 300 000 nmol/L prednisolone) still allowed quantification of cortisol without interference (data not shown). Extraction with DCM and diol separation was clearly imperfect and did not allow cortisol quantification in these cases (Table 5) .
concentrations in volunteers
With the above diol procedure, urinary free cortisol on 24-h diuresis ranged from 38 to 248 nmol/24 h (119 Ϯ 58.8, mean Ϯ SD) for 48 volunteers between 20 and 40 years old (28 women, 20 men). Cortisol was significantly lower among women (94.1 Ϯ 46.5) than men (143.9 Ϯ 62.5) (Mann-Whitney U-test, P ϭ 0.003).
Discussion
Plasma cortisol measurements by immunoassay are relatively precise and accurate [18] . Urinary cortisol measurements pose much greater difficulties because of matrix effects and the high concentrations of cross-reacting compounds [1, 3, 7] . Specific methods such as HPLC with UV detection or RIA after HPLC require heavy investments and (or) much technical time and skill. Manufacturers offer immunoassays that either are used directly with urine samples or involve only a simple extraction step. In the present study, we looked for sample pretreatment methods that could offer the best compromise between simplicity and accuracy.
The basic problem is easily demonstrated: Direct, nonextraction measurements by RIA give concentrations that are two to six times greater than the actual concentrations of cortisol present at about 20 nmol/L cortisol, depending on the kit used (Table 3) . When the extraction procedures recommended by three of the manufacturers were used, the results obtained were generally better. Nonetheless, no kit, even with the recommended extraction step, gave results that agreed, or even nearly agreed, with HPLC results over a wide range of cortisol concentrations.
As found above, inaccuracy with cortisol immunoassays is generally overestimation, suggesting that the problem is due to interfering compounds detected in addition to cortisol. A range of compounds more polar than cortisol have been suggested as the principal cross-reactants [27] , and extraction procedures designed to selectively remove these do have some effect. An ideal solvent would efficiently extract cortisol and none of the crossreactants. DCM appears to have about the optimum degree of polarity for selective cortisol extraction [3, 28] , giving the smallest degree of overestimation of the solvents tested (Table 4) .
Knowledge of the actual identities of the interfering substances would be important to the design of crossreactant-resistant procedures, particularly if a small number of compounds turned out to be responsible for most of the problem. Among the endogenous corticoids, the conjugates (glucuronides or sulfates) are usually present in too low concentrations to interfere, except in some cases such as newborn infants, in whom cortisol and cortisone sulfates may be highly increased [29] , or in Cushing syndrome [30] , in which cortisol sulfate is high. However, conjugates can be expected to be efficiently removed by (Tables 1 and 2 ). In routine practice such specific interferences may be highly significant, particularly in samples from patients with conditions in which the concentrations of unconjugated corticosteroids are greatly increased, such as 6␤-OHF in Cushing syndrome [16, 25] , in newborn infants [31] , and in pregnant women [32] , and 5␣-DHF in apparent mineralocorticoid excess [22] . Some other steroids found to markedly cross-react, such as 5␣-tetrahydrocortisol (5␣-THF) and 5␤-tetrahydrocortisol (5␤-THF), may be less important, since they are almost entirely conjugated in urine. In addition, kits that appear to be comparatively robust in a cross-reactivity study may be more subject to overestimations when compared with a reference method [24, 27] . The role of nonsteroids and of other "nonspecifically" interfering substances may be crucially important and is little understood. Therefore, particularly when extraction is not used, cortisol RIA of urine samples give concentration estimates that, in addition to cortisol, include the concentrations of specific and nonspecific interferences, and these results would be better referred to as cortisol-like immunoreactivity, or some such term rather than "cortisol" [24] , and the method used must be constant if comparisons are to be made.
Most authors agree that selective extraction followed by chromatographic purification are necessary for an accurate urinary cortisol assay [2, 3, 6, 24, 27] . Chromatographic pretreatement of samples for immunoassay has been used since the earliest steroid RIA, but has been relatively neglected for reasons that can be justified on analytical grounds (it increases imprecision, and the range of media and methods available were limited) or because it requires highly skilled operators, increases costs, and slows the production of results. A variety of additional chromatographic media that are commercially prepared as minicolumns or cartridges have become widely used for "cleaning" samples before HPLC. Prepacked in minicolumns, diol and other media of this type are almost always used for the global extraction of analytes (e.g., "all" steroids) from the general biological matrix of samples, but we report here a finer separation of compounds within the same general group (e.g., "cortisol" from interfering corticoids), as other authors did for the isolation of vitamin D 3 [33] .
Under common physiological and pathological conditions, the proposed method with DCM extraction, diol minicolumn fractionation, and the Kallestad kit gave cortisol concentrations matching those of the secondary reference method. The main advantages of the diol columns (over Celite and Sephadex LH20 columns) are their commercial availability to all potential users and their ease of use for Ͼ20 samples with a vacuum extractor. The principal limitation of the method is that it is not suitable for samples from patients undergoing therapy with prednisone, prednisolone, or 6␣-methylprednisolone. In these cases, we recommend HPLC, which allows visualization (and quantification) of the drug while accurately measuring cortisol.
